Endophthalmitis due to exposure of anterior chamber intraocular lens haptic tip.
After bilateral implantation of an angle-supported anterior chamber intraocular lens (AC IOL) in an allergic patient, the haptic tips were exposed through the limbus in the left eye. Endophthalmitis developed in the eye and was treated by pars plana vitrectomy, IOL extraction, and intravitreal antibiotic injection. Haptic repositioning was performed in the right eye. In this report, we assess the possibility that exposure of the angle-supported AC IOL haptics caused the endophthalmitis. We hypothesized that vigorous rubbing of the eye of the atopic patient might cause limbal erosion that could lead to exposure of the angle-supported AC IOL haptic through the limbus.